Generally, many types of medical equipments, especially heavy equipments, have casters for their easy treatment or movement. However, in the case of earthquakes, if casters are free, large movement is happened and causes a disconnection of the connecting point or collision to the other equipments. On the contrary, if casters are locked, displacement of the equipment becomes small but large response acceleration causes turnover or falling of the installed equipments. In this paper, seismic response mitigation strategies of the wagon with casters were investigated.
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